
220630074TASK NO:

Analytical Results

Saddle Ridge Ranch Estates Water Company
David Jelinek

Company:
Report To:

Company:
Bill To:

PO Box 1786
Crested Butte CO  81224
 

David Jelinek
Saddle Ridge Ranch Estates Water Company
PO Box 1786
Crested Butte CO  81224
 

 
Date Reported: 7/13/22

Task No.: 220630074

Matrix: Water - Drinking

Date Received: 6/30/22

Client Project:
Client PO:

SR-07Customer Sample ID

220630074-01Lab Number:
Sample Date/Time: 6/29/22 11:45 AM

MCLTest Method Date AnalyzedRLResult Analyzed ByQC Batch ID

  
  

Fluoride EPA 300.0ND  6/30/220.10  mg/L MLT4 QC57923

Nitrate Nitrogen EPA 300.0ND  6/30/220.05  mg/L MLT10 QC57924

Nitrite Nitrogen EPA 300.0ND  6/30/220.03  mg/L MLT1 -

Dibromochloropropane EPA 504.1ND  7/6/220.02  ug/L JKM0.2 QC57964

Ethylene dibromide EPA 504.1ND  7/6/220.01  ug/L JKM0.05 QC57964

Aldrin EPA 505ND  7/6/220.05  ug/L JKMQC57965

Chlordane EPA 505ND  7/6/220.2  ug/L JKM2 QC57965
Dieldrin EPA 505ND  7/6/220.05  ug/L JKMQC57965

Endrin EPA 505ND  7/6/220.01  ug/L JKM2 QC57965

Heptachlor epoxide EPA 505ND  7/6/220.02  ug/L JKM0.2 QC57965

Hexachlorobenzene EPA 505ND  7/6/220.1  ug/L JKM1 QC57965

Hexachlorocyclopentadiene EPA 505ND  7/6/220.1  ug/L JKM50 QC57965

Lindane EPA 505ND  7/6/220.02  ug/L JKM0.2 QC57965

Methoxychlor EPA 505ND  7/6/220.1  ug/L JKM40 QC57965

Polychlorinated biphenyl's EPA 505ND  7/6/220.1  ug/L JKM0.5 QC57965

Toxaphene EPA 505ND  7/6/221  ug/L JKM3 QC57965

2,4,5-TP EPA 515.4ND  7/6/220.2  ug/L JKM50 QC57940

2,4,-D EPA 515.4ND  7/6/220.1  ug/L JKM70 QC57940

Dalapon EPA 515.4ND  7/6/221.0  ug/L JKM200 QC57940
Dicamba EPA 515.4ND  7/6/220.5  ug/L JKMQC57940

Dinoseb EPA 515.4ND  7/6/220.2  ug/L JKM7 QC57940
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RL = Reporting Limit = Minimum Level
mg/L = Milligrams Per Liter or PPM
ug/L = Micrograms Per Liter or PPB
mpn/100 mls = Most Probable Number Index/ 100 mls
Date Analyzed = Date Test Completed

Abbreviations/ References:
(d) RPD acceptable due to low duplicate and sample concentrations.
(s) Spike amount low relative to the sample amount.
ND = Not Detected at Reporting Limit.
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220630074TASK NO:

Analytical Results

Saddle Ridge Ranch Estates Water Company
David Jelinek

Company:
Report To:

Company:
Bill To:

PO Box 1786
Crested Butte CO  81224
 

David Jelinek
Saddle Ridge Ranch Estates Water Company
PO Box 1786
Crested Butte CO  81224
 

 
Date Reported: 7/13/22

Task No.: 220630074

Matrix: Water - Drinking

Date Received: 6/30/22

Client Project:
Client PO:

SR-07Customer Sample ID

220630074-01Lab Number:
Sample Date/Time: 6/29/22 11:45 AM

MCLTest Method Date AnalyzedRLResult Analyzed ByQC Batch ID

  
  

Pentachlorophenol EPA 515.4ND  7/6/220.04  ug/L JKM1 QC57940

Picloram EPA 515.4ND  7/6/220.1  ug/L JKM500 QC57940

Alachlor EPA 525.2ND  7/11/220.2  ug/L SPF2 QC58035

Atrazine EPA 525.2ND  7/11/220.1  ug/L SPF3 QC58035

Benzo(a)pyrene EPA 525.2ND  7/11/220.02  ug/L SPF0.2 QC58035

Butachlor EPA 525.2ND  7/11/220.25  ug/L SPFQC58035

Di(2-ethylhexyl)adipate EPA 525.2ND  7/11/220.6  ug/L SPF400 QC58035
Di(2-ethylhexyl)phthalate EPA 525.2ND  7/11/220.6  ug/L SPF6 QC58035

Heptachlor EPA 525.2ND  7/11/220.04  ug/L SPF0.4 QC58035

Metolachlor EPA 525.2ND  7/11/220.25  ug/L SPFQC58035

Metribuzin EPA 525.2ND  7/11/220.25  ug/L SPFQC58035

Propachlor EPA 525.2ND  7/11/220.25  ug/L SPFQC58035

Simazine EPA 525.2ND  7/11/220.07  ug/L SPF4 QC58035

3-Hydroxycarbofuran EPA 531.1ND  7/7/220.5  ug/L SPFQC57967

Aldicarb EPA 531.1ND  7/7/220.6  ug/L SPFQC57967

Aldicarb sulfone EPA 531.1ND  7/7/221.0  ug/L SPFQC57967

Aldicarb sulfoxide EPA 531.1ND  7/7/220.7  ug/L SPFQC57967

Carbaryl EPA 531.1ND  7/7/220.5  ug/L SPFQC57967

Carbofuran EPA 531.1ND  7/7/220.9  ug/L SPF40 QC57967
Methomyl EPA 531.1ND  7/7/220.5  ug/L SPFQC57967

Oxamyl EPA 531.1ND  7/7/221.0  ug/L SPF200 QC57967

Endothall EPA 548.1ND  7/5/229  ug/L SPF100 QC57904
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RL = Reporting Limit = Minimum Level
mg/L = Milligrams Per Liter or PPM
ug/L = Micrograms Per Liter or PPB
mpn/100 mls = Most Probable Number Index/ 100 mls
Date Analyzed = Date Test Completed

Abbreviations/ References:
(d) RPD acceptable due to low duplicate and sample concentrations.
(s) Spike amount low relative to the sample amount.
ND = Not Detected at Reporting Limit.
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220630074TASK NO:

Analytical Results

Saddle Ridge Ranch Estates Water Company
David Jelinek

Company:
Report To:

Company:
Bill To:

PO Box 1786
Crested Butte CO  81224
 

David Jelinek
Saddle Ridge Ranch Estates Water Company
PO Box 1786
Crested Butte CO  81224
 

 
Date Reported: 7/13/22

Task No.: 220630074

Matrix: Water - Drinking

Date Received: 6/30/22

Client Project:
Client PO:

SR-07Customer Sample ID

220630074-01Lab Number:
Sample Date/Time: 6/29/22 11:45 AM

MCLTest Method Date AnalyzedRLResult Analyzed ByQC Batch ID

  
  

Diquat EPA 549.2ND  7/1/220.4  ug/L JKM20 QC57906

1,1,1,2-Tetrachloroethane EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

1,1,1-Trichloroethane EPA-524.2ND  7/1/220.5  ug/L SPF200 QC57932

1,1,2,2-Tetrachloroethane EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

1,1,2-Trichloroethane EPA-524.2ND  7/1/220.5  ug/L SPF5 QC57932

1,1-Dichloroethane EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

1,1-Dichloroethylene EPA-524.2ND  7/1/220.5  ug/L SPF7 QC57932
1,1-Dichloropropene EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

1,2,3-Trichlorobenzene EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

1,2,3-Trichloropropane EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

1,2,4-Trichlorobenzene EPA-524.2ND  7/1/220.5  ug/L SPF70 QC57932

1,2,4-Trimethylbenzene EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

1,2-Dichloroethane EPA-524.2ND  7/1/220.5  ug/L SPF5 QC57932

1,2-Dichloropropane EPA-524.2ND  7/1/220.5  ug/L SPF5 QC57932

1,3,5-Trimethylbenzene EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

1,3-Dichloropropane EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

1,3-Dichloropropene EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

Benzene EPA-524.2ND  7/1/220.5  ug/L SPF5 QC57932

Bromobenzene EPA-524.2ND  7/1/220.5  ug/L SPFQC57932
Bromochloromethane EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

Bromodichloromethane EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

Bromoform EPA-524.2ND  7/1/220.5  ug/L SPFQC57932
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RL = Reporting Limit = Minimum Level
mg/L = Milligrams Per Liter or PPM
ug/L = Micrograms Per Liter or PPB
mpn/100 mls = Most Probable Number Index/ 100 mls
Date Analyzed = Date Test Completed

Abbreviations/ References:
(d) RPD acceptable due to low duplicate and sample concentrations.
(s) Spike amount low relative to the sample amount.
ND = Not Detected at Reporting Limit.
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220630074TASK NO:

Analytical Results

Saddle Ridge Ranch Estates Water Company
David Jelinek

Company:
Report To:

Company:
Bill To:

PO Box 1786
Crested Butte CO  81224
 

David Jelinek
Saddle Ridge Ranch Estates Water Company
PO Box 1786
Crested Butte CO  81224
 

 
Date Reported: 7/13/22

Task No.: 220630074

Matrix: Water - Drinking

Date Received: 6/30/22

Client Project:
Client PO:

SR-07Customer Sample ID

220630074-01Lab Number:
Sample Date/Time: 6/29/22 11:45 AM

MCLTest Method Date AnalyzedRLResult Analyzed ByQC Batch ID

  
  

Bromomethane EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

Carbon Tetrachloride EPA-524.2ND  7/1/220.5  ug/L SPF5 QC57932

Chlorodibromomethane EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

Chloroethane EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

Chloroform EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

Chloromethane EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

cis-1,2-Dichloroethylene EPA-524.2ND  7/1/220.5  ug/L SPF70 QC57932
Dibromomethane EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

Dichlorodifluoromethane EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

Dichloromethane EPA-524.2ND  7/1/220.5  ug/L SPF5 QC57932

Ethylbenzene EPA-524.2ND  7/1/220.5  ug/L SPF700 QC57932

Fluorotrichloromethane EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

Hexachlorobutadiene EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

Isopropylbenzene EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

m-Dichlorobenzene EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

Monochlorobenzene EPA-524.2ND  7/1/220.5  ug/L SPF100 QC57932

Naphthalene EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

n-Butylbenzene EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

n-Propylbenzene EPA-524.2ND  7/1/220.5  ug/L SPFQC57932
o-Chlorotoluene EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

o-Dichlorobenzene EPA-524.2ND  7/1/220.5  ug/L SPF600 QC57932

Para-Dichlorobenzene EPA-524.2ND  7/1/220.5  ug/L SPF75 QC57932

p-Chlorotoluene EPA-524.2ND  7/1/220.5  ug/L SPFQC57932
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RL = Reporting Limit = Minimum Level
mg/L = Milligrams Per Liter or PPM
ug/L = Micrograms Per Liter or PPB
mpn/100 mls = Most Probable Number Index/ 100 mls
Date Analyzed = Date Test Completed

Abbreviations/ References:
(d) RPD acceptable due to low duplicate and sample concentrations.
(s) Spike amount low relative to the sample amount.
ND = Not Detected at Reporting Limit.
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220630074TASK NO:

Analytical Results

Saddle Ridge Ranch Estates Water Company
David Jelinek

Company:
Report To:

Company:
Bill To:

PO Box 1786
Crested Butte CO  81224
 

David Jelinek
Saddle Ridge Ranch Estates Water Company
PO Box 1786
Crested Butte CO  81224
 

 
Date Reported: 7/13/22

Task No.: 220630074

Matrix: Water - Drinking

Date Received: 6/30/22

Client Project:
Client PO:

SR-07Customer Sample ID

220630074-01Lab Number:
Sample Date/Time: 6/29/22 11:45 AM

MCLTest Method Date AnalyzedRLResult Analyzed ByQC Batch ID

  
  

p-Isopropyltoluene EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

sec-Butylbenzene EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

Styrene EPA-524.2ND  7/1/220.5  ug/L SPF100 QC57932

tert-Butylbenzene EPA-524.2ND  7/1/220.5  ug/L SPFQC57932

Tetrachloroethylene EPA-524.2ND  7/1/220.5  ug/L SPF5 QC57932

Toluene EPA-524.2ND  7/1/220.5  ug/L SPF1000 QC57932

Total Trihalomethanes EPA-524.2ND  7/1/220.5  ug/L SPF80 QC57932
trans-1,2-Dichloroethylene EPA-524.2ND  7/1/220.5  ug/L SPF100 QC57932

Trichloroethylene EPA-524.2ND  7/1/220.5  ug/L SPF5 QC57932

Vinyl chloride EPA-524.2ND  7/1/220.5  ug/L SPF2 QC57932

Xylenes (total) EPA-524.2ND  7/1/220.5  ug/L SPF10000 QC57932

Turbidity SM 2130-B2.24 NTU 6/30/220.01  NTU HNB-

Bicarbonate SM 2320-B168.8 mg/L as CaCO3 7/6/220.2  mg/L as CaCO3 DEK-

Carbonate SM 2320-BND  7/6/220.2  mg/L as CaCO3 DEK-

Hydroxide SM 2320-BND  7/6/220.2  mg/L as CaCO3 DEK-

Total Alkalinity SM 2320-B168.8 mg/L as CaCO3 7/6/224.0  mg/L as CaCO3 DEKQC57974

Ammonia Nitrogen SM 4500-NH3-G0.10 mg/L 7/6/220.03  mg/L DPLQC57957

Sulfide as H2S SM 4500-S2-GND  7/1/220.1  mg/L ECMQC57936

Dissolved Organic Carbon SM 5310-C0.6 mg/L 7/7/220.5  mg/L ISGQC57994
Total Organic Carbon  SM 5310-C0.7 mg/L 7/7/220.5  mg/L ISGQC57993
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RL = Reporting Limit = Minimum Level
mg/L = Milligrams Per Liter or PPM
ug/L = Micrograms Per Liter or PPB
mpn/100 mls = Most Probable Number Index/ 100 mls
Date Analyzed = Date Test Completed

Abbreviations/ References:
(d) RPD acceptable due to low duplicate and sample concentrations.
(s) Spike amount low relative to the sample amount.
ND = Not Detected at Reporting Limit.
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220630074TASK NO:

Analytical Results

Saddle Ridge Ranch Estates Water Company
David Jelinek

Company:
Report To:

Company:
Bill To:

PO Box 1786
Crested Butte CO  81224
 

David Jelinek
Saddle Ridge Ranch Estates Water Company
PO Box 1786
Crested Butte CO  81224
 

 
Date Reported: 7/13/22

Task No.: 220630074

Matrix: Water - Drinking

Date Received: 6/30/22

Client Project:
Client PO:

SR-07Customer Sample ID

220630074-01Lab Number:
Sample Date/Time: 6/29/22 11:45 AM

MCLTest Method Date AnalyzedRLResult Analyzed ByQC Batch ID

  
  

Total

Calcium EPA 200.757.7 mg/L 7/5/220.1  mg/L MATQC57962

Iron EPA 200.70.331 mg/L 7/5/220.005  mg/L MAT0.3 QC57962

Magnesium EPA 200.714.3 mg/L 7/5/220.02  mg/L MATQC57962

Sodium EPA 200.77.5 mg/L 7/6/220.1  mg/L MATN/A -

Antimony EPA 200.8ND  7/7/220.001  mg/L MBN0.006 QC58008

Arsenic EPA 200.8ND  7/7/220.001  mg/L MBN0.01 QC58008

Barium EPA 200.80.158 mg/L 7/7/220.001  mg/L MBN2 QC58008
Beryllium EPA 200.8ND  7/7/220.001  mg/L MBN0.004 QC58008

Cadmium EPA 200.8ND  7/7/220.001  mg/L MBN0.005 QC58008

Chromium EPA 200.80.003 mg/L 7/7/220.001  mg/L MBN0.1 QC58008

Copper EPA 200.80.0012 mg/L 7/1/220.0008  mg/L MBN1.3 QC57933

Lead EPA 200.80.0003 mg/L 7/1/220.0001  mg/L MBN0.015 QC57933

Manganese EPA 200.80.0903 mg/L 7/1/220.0008  mg/L MBN0.05 QC57933

Mercury EPA 200.8ND  7/7/220.0001  mg/L MBN0.002 QC58008

Nickel EPA 200.80.002 mg/L 7/7/220.001  mg/L MBNN/A QC58008

Selenium EPA 200.8ND  7/7/220.001  mg/L MBN0.05 QC58008

Thallium EPA 200.8ND  7/7/220.001  mg/L MBN0.002 QC58008

Uranium EPA 200.80.0003 mg/L 7/1/220.0002  mg/L MBN0.03 QC57933

Total Hardness SM 2340-B202.8 mg/L as CaCO3 7/6/220.1  mg/L as CaCO3 MAT-
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RL = Reporting Limit = Minimum Level
mg/L = Milligrams Per Liter or PPM
ug/L = Micrograms Per Liter or PPB
mpn/100 mls = Most Probable Number Index/ 100 mls
Date Analyzed = Date Test Completed

Abbreviations/ References:
(d) RPD acceptable due to low duplicate and sample concentrations.
(s) Spike amount low relative to the sample amount.
ND = Not Detected at Reporting Limit.
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Project Name:
Receive Date:

 
6/30/22

220630074TASK NO:

Analytical QC
Summary

Report To:
Company:

David Jelinek
Saddle Ridge Ranch Estates Water Company

    QC Batch ID        Result Method  Test     QC Type
Dibromochloropropane QC57964 ND EPA 504.1Method Blank
Ethylene dibromide QC57964 ND EPA 504.1Method Blank
Aldrin QC57965 ND EPA 505Method Blank
Chlordane QC57965 ND EPA 505Method Blank
Dieldrin QC57965 ND EPA 505Method Blank
Endrin QC57965 ND EPA 505Method Blank
Heptachlor epoxide QC57965 ND EPA 505Method Blank
Hexachlorobenzene QC57965 ND EPA 505Method Blank
Hexachlorocyclopentadiene QC57965 ND EPA 505Method Blank
Lindane QC57965 ND EPA 505Method Blank
Methoxychlor QC57965 ND EPA 505Method Blank
Polychlorinated biphenyl's QC57965 ND EPA 505Method Blank
Toxaphene QC57965 ND EPA 505Method Blank
2,4,5-TP QC57940 ND EPA 515.4Method Blank
2,4,-D QC57940 ND EPA 515.4Method Blank
Dalapon QC57940 ND EPA 515.4Method Blank
Dicamba QC57940 ND EPA 515.4Method Blank
Dinoseb QC57940 ND EPA 515.4Method Blank
Pentachlorophenol QC57940 ND EPA 515.4Method Blank
Picloram QC57940 ND EPA 515.4Method Blank
1,1,1,2-Tetrachloroethane QC57932 ND EPA-524.2Method Blank
1,1,1-Trichloroethane QC57932 ND EPA-524.2Method Blank
1,1,2,2-Tetrachloroethane QC57932 ND EPA-524.2Method Blank
1,1,2-Trichloroethane QC57932 ND EPA-524.2Method Blank
1,1-Dichloroethane QC57932 ND EPA-524.2Method Blank
1,1-Dichloroethylene QC57932 ND EPA-524.2Method Blank
1,1-Dichloropropene QC57932 ND EPA-524.2Method Blank
1,2,3-Trichlorobenzene QC57932 ND EPA-524.2Method Blank
1,2,3-Trichloropropane QC57932 ND EPA-524.2Method Blank
1,2,4-Trichlorobenzene QC57932 ND EPA-524.2Method Blank
1,2,4-Trimethylbenzene QC57932 ND EPA-524.2Method Blank
1,2-Dichloroethane QC57932 ND EPA-524.2Method Blank
1,2-Dichloropropane QC57932 ND EPA-524.2Method Blank
1,3,5-Trimethylbenzene QC57932 ND EPA-524.2Method Blank
1,3-Dichloropropane QC57932 ND EPA-524.2Method Blank
1,3-Dichloropropene QC57932 ND EPA-524.2Method Blank
Benzene QC57932 ND EPA-524.2Method Blank
Bromobenzene QC57932 ND EPA-524.2Method Blank
Bromochloromethane QC57932 ND EPA-524.2Method Blank
Bromodichloromethane QC57932 ND EPA-524.2Method Blank
Bromoform QC57932 ND EPA-524.2Method Blank
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RL = Reporting Limit = Minimum Level
mg/L = Milligrams Per Liter or PPM
ug/L = Micrograms Per Liter or PPB
mpn/100 mls = Most Probable Number Index/ 100 mls
Date Analyzed = Date Test Completed

Abbreviations/ References:
(d) RPD acceptable due to low duplicate and sample concentrations.
(s) Spike amount low relative to the sample amount.
ND = Not Detected at Reporting Limit.
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Bromomethane QC57932 ND EPA-524.2Method Blank
Carbon Tetrachloride QC57932 ND EPA-524.2Method Blank
Chlorodibromomethane QC57932 ND EPA-524.2Method Blank
Chloroethane QC57932 ND EPA-524.2Method Blank
Chloroform QC57932 ND EPA-524.2Method Blank
Chloromethane QC57932 ND EPA-524.2Method Blank
cis-1,2-Dichloroethylene QC57932 ND EPA-524.2Method Blank
Dibromomethane QC57932 ND EPA-524.2Method Blank
Dichlorodifluoromethane QC57932 ND EPA-524.2Method Blank
Dichloromethane QC57932 ND EPA-524.2Method Blank
Ethylbenzene QC57932 ND EPA-524.2Method Blank
Fluorotrichloromethane QC57932 ND EPA-524.2Method Blank
Hexachlorobutadiene QC57932 ND EPA-524.2Method Blank
Isopropylbenzene QC57932 ND EPA-524.2Method Blank
m-Dichlorobenzene QC57932 ND EPA-524.2Method Blank
Monochlorobenzene QC57932 ND EPA-524.2Method Blank
Naphthalene QC57932 ND EPA-524.2Method Blank
n-Butylbenzene QC57932 ND EPA-524.2Method Blank
n-Propylbenzene QC57932 ND EPA-524.2Method Blank
o-Chlorotoluene QC57932 ND EPA-524.2Method Blank
o-Dichlorobenzene QC57932 ND EPA-524.2Method Blank
Para-Dichlorobenzene QC57932 ND EPA-524.2Method Blank
p-Chlorotoluene QC57932 ND EPA-524.2Method Blank
p-Isopropyltoluene QC57932 ND EPA-524.2Method Blank
sec-Butylbenzene QC57932 ND EPA-524.2Method Blank
Styrene QC57932 ND EPA-524.2Method Blank
tert-Butylbenzene QC57932 ND EPA-524.2Method Blank
Tetrachloroethylene QC57932 ND EPA-524.2Method Blank
Toluene QC57932 ND EPA-524.2Method Blank
Total Trihalomethanes QC57932 ND EPA-524.2Method Blank
trans-1,2-Dichloroethylene QC57932 ND EPA-524.2Method Blank
Trichloroethylene QC57932 ND EPA-524.2Method Blank
Vinyl chloride QC57932 ND EPA-524.2Method Blank
Xylenes (total) QC57932 ND EPA-524.2Method Blank
Alachlor QC58035 ND EPA 525.2Method Blank
Atrazine QC58035 ND EPA 525.2Method Blank
Benzo(a)pyrene QC58035 ND EPA 525.2Method Blank
Butachlor QC58035 ND EPA 525.2Method Blank
Di(2-ethylhexyl)adipate QC58035 ND EPA 525.2Method Blank
Di(2-ethylhexyl)phthalate QC58035 ND EPA 525.2Method Blank
Heptachlor QC58035 ND EPA 525.2Method Blank
Metolachlor QC58035 ND EPA 525.2Method Blank
Metribuzin QC58035 ND EPA 525.2Method Blank
Propachlor QC58035 ND EPA 525.2Method Blank
Simazine QC58035 ND EPA 525.2Method Blank
3-Hydroxycarbofuran QC57967 ND EPA 531.1Method Blank
Aldicarb QC57967 ND EPA 531.1Method Blank
Aldicarb sulfone QC57967 ND EPA 531.1Method Blank
Aldicarb sulfoxide QC57967 ND EPA 531.1Method Blank
Carbaryl QC57967 ND EPA 531.1Method Blank
Carbofuran QC57967 ND EPA 531.1Method Blank
Methomyl QC57967 ND EPA 531.1Method Blank
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Oxamyl QC57967 ND EPA 531.1Method Blank
Endothall QC57904 ND EPA 548.1Method Blank
Diquat QC57906 ND EPA 549.2Method Blank
Total Alkalinity QC57974 ND SM 2320-BBlank
Ammonia Nitrogen QC57957 ND SM 4500-NH3-GMethod Blank
Dissolved Organic Carbon QC57994 ND SM 5310-CBlank
Fluoride QC57923 ND EPA 300.0Blank
Antimony QC58008 ND EPA 200.8Method Blank
Arsenic QC58008 ND EPA 200.8Method Blank
Barium QC58008 ND EPA 200.8Method Blank
Beryllium QC58008 ND EPA 200.8Method Blank
Cadmium QC58008 ND EPA 200.8Method Blank
Chromium QC58008 ND EPA 200.8Method Blank
Mercury QC58008 ND EPA 200.8Method Blank
Nickel QC58008 ND EPA 200.8Method Blank
Selenium QC58008 ND EPA 200.8Method Blank
Thallium QC58008 ND EPA 200.8Method Blank
Copper QC57933 ND EPA 200.8Method Blank
Lead QC57933 ND EPA 200.8Method Blank
Manganese QC57933 ND EPA 200.8Method Blank
Uranium QC57933 ND EPA 200.8Method Blank
Calcium QC57962 0.1 mg/L    B EPA 200.7Method Blank
Iron QC57962 ND EPA 200.7Method Blank
Magnesium QC57962 ND EPA 200.7Method Blank
Nitrate Nitrogen QC57924 ND EPA 300.0Blank
Sulfide as H2S QC57936 ND SM 4500-S2-GBlank
Total Organic Carbon  QC57993 ND SM 5310-CBlank

 QC Batch ID Method% RecTest Limits QC Type RPD
Dibromochloropropane EPA 504.1QC57964 96.070 - 130LCS -

92.865 - 135MS -

Ethylene dibromide EPA 504.1QC57964 90.470 - 130LCS -
89.265 - 135MS -

Aldrin EPA 505QC57965 99.873 - 130LCS -
99.065 - 135MS -

Chlordane EPA 505QC57965 0.070 - 130LCS -
EPA 505 multicomponent analytes include: Chlordane, Toxaphene, and PCB aroclors 1016, 1221, 1232, 1242, 1248, 1254, 
1260. Batch QC includes one multicomponent; continually rotating analytes. Samples with apparent patterns are confirmed 
prior to reporting.

65 - 135MS -

Dieldrin EPA 505QC57965 103.270 - 130LCS -
100.465 - 135MS -

Endrin EPA 505QC57965 94.470 - 130LCS -
89.065 - 135MS -

Heptachlor epoxide EPA 505QC57965 96.870 - 130LCS -
94.865 - 135MS -

Hexachlorobenzene EPA 505QC57965 89.470 - 130LCS -
90.265 - 135MS -

Hexachlorocyclopentadiene EPA 505QC57965 99.470 - 130LCS -
95.865 - 135MS -

Lindane EPA 505QC57965 100.070 - 130LCS -

B - The analyte was found in the associated blank. Batch accepted due to all samples being non-detect or having results ≥ 5 times the background concentration 
found in the blank.
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 QC Batch ID Method% RecTest Limits QC Type RPD
97.265 - 135MS -

Methoxychlor EPA 505QC57965 101.670 - 130LCS -
93.265 - 135MS -

Toxaphene EPA 505QC57965 0.070 - 130LCS -
EPA 505 multicomponent analytes include: Chlordane, Toxaphene, and PCB aroclors 1016, 1221, 1232, 1242, 1248, 1254, 
1260. Batch QC includes one multicomponent; continually rotating analytes. Samples with apparent patterns are confirmed 
prior to reporting.

65 - 135MS -

2,4,5-TP EPA 515.4QC57940 100.870 - 130LCS -
100.070 - 130MS -

-0 - 30MSD 0.3

2,4,-D EPA 515.4QC57940 92.970 - 130LCS -
90.870 - 130MS -

-0 - 30MSD 4.1

Dalapon EPA 515.4QC57940 100.570 - 130LCS -
95.870 - 130MS -

-0 - 30MSD 7.2

Dicamba EPA 515.4QC57940 93.870 - 130LCS -
74.770 - 130MS -

-0 - 30MSD 7.2

Dinoseb EPA 515.4QC57940 104.170 - 130LCS -
97.770 - 130MS -

-0 - 30MSD 8.9

Pentachlorophenol EPA 515.4QC57940 95.570 - 130LCS -
84.870 - 130MS -

-0 - 30MSD 5.2

Picloram EPA 515.4QC57940 98.870 - 130LCS -
90.270 - 130MS -

-0 - 30MSD 7.3

1,1,1,2-Tetrachloroethane EPA-524.2QC57932 96.470 - 130LCS -
93.80 - 20LCS Dup -

1,1,1-Trichloroethane EPA-524.2QC57932 109.270 - 130LCS -
108.80 - 20LCS Dup -

1,1,2,2-Tetrachloroethane EPA-524.2QC57932 102.870 - 130LCS -
104.00 - 20LCS Dup -

1,1,2-Trichloroethane EPA-524.2QC57932 105.870 - 130LCS -
95.20 - 20LCS Dup -

1,1-Dichloroethane EPA-524.2QC57932 111.270 - 130LCS -
111.80 - 20LCS Dup -

1,1-Dichloroethylene EPA-524.2QC57932 109.670 - 130LCS -
113.80 - 20LCS Dup -

1,1-Dichloropropene EPA-524.2QC57932 106.870 - 130LCS -
103.20 - 20LCS Dup -

1,2,3-Trichlorobenzene EPA-524.2QC57932 103.270 - 130LCS -
108.80 - 20LCS Dup -

1,2,3-Trichloropropane EPA-524.2QC57932 101.870 - 130LCS -
100.40 - 20LCS Dup -

1,2,4-Trichlorobenzene EPA-524.2QC57932 96.670 - 130LCS -
103.00 - 20LCS Dup -

1,2,4-Trimethylbenzene EPA-524.2QC57932 98.270 - 130LCS -
97.20 - 20LCS Dup -
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 QC Batch ID Method% RecTest Limits QC Type RPD
1,2-Dichloroethane EPA-524.2QC57932 105.870 - 130LCS -

103.00 - 20LCS Dup -

1,2-Dichloropropane EPA-524.2QC57932 107.070 - 130LCS -
96.80 - 20LCS Dup -

1,3,5-Trimethylbenzene EPA-524.2QC57932 98.470 - 130LCS -
97.80 - 20LCS Dup -

1,3-Dichloropropane EPA-524.2QC57932 101.270 - 130LCS -
86.20 - 20LCS Dup -

Benzene EPA-524.2QC57932 108.270 - 130LCS -
101.20 - 20LCS Dup -

Bromobenzene EPA-524.2QC57932 101.670 - 130LCS -
93.60 - 20LCS Dup -

Bromochloromethane EPA-524.2QC57932 106.670 - 130LCS -
110.00 - 20LCS Dup -

Bromodichloromethane EPA-524.2QC57932 93.270 - 130LCS -
84.40 - 20LCS Dup -

Bromoform EPA-524.2QC57932 76.670 - 130LCS -
74.20 - 20LCS Dup -

Bromomethane EPA-524.2QC57932 116.670 - 130LCS -
123.20 - 20LCS Dup -

Carbon Tetrachloride EPA-524.2QC57932 95.870 - 130LCS -
95.40 - 20LCS Dup -

Chlorodibromomethane EPA-524.2QC57932 81.670 - 130LCS -
72.60 - 20LCS Dup -

Chloroethane EPA-524.2QC57932 101.070 - 130LCS -
102.20 - 20LCS Dup -

Chloroform EPA-524.2QC57932 109.270 - 130LCS -
104.40 - 20LCS Dup -

Chloromethane EPA-524.2QC57932 117.470 - 130LCS -
123.40 - 20LCS Dup -

cis-1,2-Dichloroethylene EPA-524.2QC57932 113.470 - 130LCS -
109.40 - 20LCS Dup -

Dibromomethane EPA-524.2QC57932 111.070 - 130LCS -
97.20 - 20LCS Dup -

Dichlorodifluoromethane EPA-524.2QC57932 116.670 - 130LCS -
122.80 - 20LCS Dup -

Dichloromethane EPA-524.2QC57932 123.670 - 130LCS -
122.60 - 20LCS Dup -

Ethylbenzene EPA-524.2QC57932 97.870 - 130LCS -
91.20 - 20LCS Dup -

Fluorotrichloromethane EPA-524.2QC57932 115.270 - 130LCS -
116.20 - 20LCS Dup -

Hexachlorobutadiene EPA-524.2QC57932 108.470 - 130LCS -
111.20 - 20LCS Dup -

Isopropylbenzene EPA-524.2QC57932 101.270 - 130LCS -
95.40 - 20LCS Dup -

m-Dichlorobenzene EPA-524.2QC57932 104.270 - 130LCS -
104.40 - 20LCS Dup -

Monochlorobenzene EPA-524.2QC57932 100.070 - 130LCS -
90.60 - 20LCS Dup -

10411 Heinz Way   / Commerce City, CO  80640  /  303-659-2313
Mailing Address: P.O. Box 507  /  Brighton, CO  80601-0507

11 / 15
220630074

RL = Reporting Limit = Minimum Level
mg/L = Milligrams Per Liter or PPM
ug/L = Micrograms Per Liter or PPB
mpn/100 mls = Most Probable Number Index/ 100 mls
Date Analyzed = Date Test Completed

Abbreviations/ References:
(d) RPD acceptable due to low duplicate and sample concentrations.
(s) Spike amount low relative to the sample amount.
ND = Not Detected at Reporting Limit.

Page 11 of 18



 QC Batch ID Method% RecTest Limits QC Type RPD
Naphthalene EPA-524.2QC57932 95.670 - 130LCS -

104.80 - 20LCS Dup -

n-Butylbenzene EPA-524.2QC57932 105.470 - 130LCS -
106.20 - 20LCS Dup -

n-Propylbenzene EPA-524.2QC57932 100.670 - 130LCS -
97.80 - 20LCS Dup -

o-Chlorotoluene EPA-524.2QC57932 101.070 - 130LCS -
98.60 - 20LCS Dup -

o-Dichlorobenzene EPA-524.2QC57932 104.870 - 130LCS -
107.80 - 20LCS Dup -

Para-Dichlorobenzene EPA-524.2QC57932 102.870 - 130LCS -
104.40 - 20LCS Dup -

p-Chlorotoluene EPA-524.2QC57932 101.070 - 130LCS -
98.60 - 20LCS Dup -

p-Isopropyltoluene EPA-524.2QC57932 102.670 - 130LCS -
101.00 - 20LCS Dup -

sec-Butylbenzene EPA-524.2QC57932 107.270 - 130LCS -
104.00 - 20LCS Dup -

Styrene EPA-524.2QC57932 94.870 - 130LCS -
87.40 - 20LCS Dup -

tert-Butylbenzene EPA-524.2QC57932 97.670 - 130LCS -
92.60 - 20LCS Dup -

Tetrachloroethylene EPA-524.2QC57932 107.270 - 130LCS -
99.20 - 20LCS Dup -

Toluene EPA-524.2QC57932 101.070 - 130LCS -
89.60 - 20LCS Dup -

trans-1,2-Dichloroethylene EPA-524.2QC57932 112.670 - 130LCS -
111.20 - 20LCS Dup -

Trichloroethylene EPA-524.2QC57932 106.670 - 130LCS -
100.80 - 20LCS Dup -

Vinyl chloride EPA-524.2QC57932 116.870 - 130LCS -
120.40 - 20LCS Dup -

Alachlor EPA 525.2QC58035 119.070 - 130LCS -
122.070 - 130MS -

Atrazine EPA 525.2QC58035 120.070 - 130LCS -
118.070 - 130MS -

Benzo(a)pyrene EPA 525.2QC58035 96.070 - 130LCS -
91.070 - 130MS -

Butachlor EPA 525.2QC58035 124.070 - 130LCS -
127.070 - 130MS -

Di(2-ethylhexyl)adipate EPA 525.2QC58035 120.070 - 130LCS -
126.070 - 130MS -

Di(2-ethylhexyl)phthalate EPA 525.2QC58035 129.070 - 130LCS -
112.070 - 130MS -

Heptachlor EPA 525.2QC58035 106.070 - 130LCS -
123.070 - 130MS -

Metolachlor EPA 525.2QC58035 114.070 - 130LCS -
115.070 - 130MS -

Metribuzin EPA 525.2QC58035 99.070 - 130LCS -
109.070 - 130MS -
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 QC Batch ID Method% RecTest Limits QC Type RPD
Propachlor EPA 525.2QC58035 113.070 - 130LCS -

114.070 - 130MS -

Simazine EPA 525.2QC58035 120.070 - 130LCS -
121.070 - 130MS -

3-Hydroxycarbofuran EPA 531.1QC57967 105.080 - 120LCS -
102.965 - 135MS -

Aldicarb EPA 531.1QC57967 99.480 - 120LCS -
95.265 - 135MS -

Aldicarb sulfone EPA 531.1QC57967 103.080 - 120LCS -
106.465 - 135MS -

Aldicarb sulfoxide EPA 531.1QC57967 99.580 - 120LCS -
102.465 - 135MS -

Carbaryl EPA 531.1QC57967 104.880 - 120LCS -
98.965 - 135MS -

Carbofuran EPA 531.1QC57967 105.980 - 120LCS -
103.665 - 135MS -

Methomyl EPA 531.1QC57967 102.780 - 120LCS -
101.065 - 135MS -

Oxamyl EPA 531.1QC57967 98.680 - 120LCS -
102.765 - 135MS -

Endothall EPA 548.1QC57904 82.652 - 137LCS -
77.939 - 133MS -

Diquat EPA 549.2QC57906 80.570 - 130LCS -
77.970 - 130MS -

Total Alkalinity SM 2320-BQC57974 -0 - 20Duplicate 0.7
101.090 - 110LCS -
104.290 - 110LCS-2 -

Ammonia Nitrogen SM 4500-NH3-GQC57957 -0 - 20Duplicate 0.3
102.890 - 110LCS -
96.875 - 125MS -

Dissolved Organic Carbon SM 5310-CQC57994 -0 - 10Duplicate 0.4
98.590 - 110LCS -
102.085 - 115MS -

Fluoride EPA 300.0QC57923 -0 - 20Duplicate 0.7
93.390 - 110LCS -
94.175 - 125MS -

Antimony EPA 200.8QC58008 102.690 - 110LCS -
96.670 - 130MS -

-0 - 10MSD 2.4

Arsenic EPA 200.8QC58008 99.290 - 110LCS -
101.170 - 130MS -

-0 - 10MSD 1.8

Barium EPA 200.8QC58008 97.990 - 110LCS -
86.070 - 130MS -

-0 - 10MSD 1.0

Beryllium EPA 200.8QC58008 98.190 - 110LCS -
96.770 - 130MS -

-0 - 10MSD 2.5

Cadmium EPA 200.8QC58008 97.090 - 110LCS -
96.470 - 130MS -
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 QC Batch ID Method% RecTest Limits QC Type RPD
-0 - 10MSD 3.3

Chromium EPA 200.8QC58008 98.190 - 110LCS -
90.270 - 130MS -

-0 - 10MSD 2.2

Mercury EPA 200.8QC58008 100.290 - 110LCS -
91.970 - 130MS -

-0 - 10MSD 1.2

Nickel EPA 200.8QC58008 99.690 - 110LCS -
92.070 - 130MS -

-0 - 10MSD 1.2

Selenium EPA 200.8QC58008 98.790 - 110LCS -
105.670 - 130MS -

-0 - 10MSD 1.3

Thallium EPA 200.8QC58008 102.490 - 110LCS -
91.870 - 130MS -

-0 - 10MSD 1.6

Copper EPA 200.8QC57933 94.490 - 110LCS -
117.370 - 130MS -

-0 - 10MSD 1.7

Lead EPA 200.8QC57933 94.590 - 110LCS -
83.170 - 130MS -

-0 - 10MSD 0.5

Manganese EPA 200.8QC57933 98.690 - 110LCS -
90.470 - 130MS -

-0 - 10MSD 0.1

Uranium EPA 200.8QC57933 93.890 - 110LCS -
93.270 - 130MS -

-0 - 10MSD 2.3

Calcium EPA 200.7QC57962 -0 - 20Duplicate 9.6
103.890 - 110LCS -
102.475 - 125MS -

Iron EPA 200.7QC57962 -0 - 20Duplicate 0.0
103.790 - 110LCS -
100.175 - 125MS -

Magnesium EPA 200.7QC57962 -0 - 20Duplicate 9.4
109.090 - 110LCS -
75.575 - 125MS -

Nitrate Nitrogen EPA 300.0QC57924 -0 - 20Duplicate 1.3
93.990 - 110LCS -
89.275 - 125MS -

Sulfide as H2S SM 4500-S2-GQC57936 -0 - 20Duplicate 0.1
102.170 - 130LCS -

Total Organic Carbon  SM 5310-CQC57993 -0 - 10Duplicate 1.8
98.590 - 110LCS -
103.085 - 115MS -

All analyses were performed in accordance with approved methods under the latest revision to 40 CFR Part 136 unless otherwise 
identified. Based on my inquiry of the person or persons directly responsible for analyzing the wastewater samples and generating the 
report (s), the analyses, report, and information submitted are, to the best of my knowledge and belief, true, accurate, and complete.
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